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article under the CC BY-NC-ND license (Abstract Background/purpose: Heat treatment of nickeletitanium (NiTi) alloy produces a
better arrangement of the crystal structure, thereby leading to increased flexibility and
improved fatigue resistance or plastic behavior. This study aimed to assess the performance
of various heat-treated NiTi rotary instruments in S-shaped resin canals.
Materials and methods: Forty S-shaped resin canals were instrumented (10/group) with either
Twisted Files (R-phase), WaveOne (M-wire), Hyflex CM, or V Taper 2H (CM-wire) with the same
apical size and taper (25/0.08). Each S-shaped resin canal was scanned both before and after
instrumentation with microcomputed tomography. Changes in canal volume and transportation
were evaluated at regular intervals (0.5 mm). Differences between instruments at the apical
curve, coronal curve, and straight portion of the canals were analyzed statistically.
Results: All tested instruments caused more transportation at the coronal rather than apical
curvatures, with the exception of Twisted Files for which apical transportation was the highestof Conservative Dentistry, Dental Research Institute, Seoul National University Dental Hospital, Seoul
y, 101 Daehak-Ro, Jongno-Gu, Seoul 03080, Republic of Korea.
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resin canals, Journal of Dental Scienfor any instrument or location (P< 0.05). The transportation was mostly influenced by the
alloy type rather than their cross-sectional characteristics (P< 0.05). The volumetric increase
after instrumentation was similar for all tested instruments at the apical curve (P> 0.05),
whereas Hyflex CM created the most conservative preparations at the coronal curve
(P< 0.05). At the straight portion, volumetric changes were largest for Twisted Files and smal-
lest for V Taper 2H (P< 0.05).
Conclusion: Amongst heat-treated NiTi instruments, the CM-wire based instruments created
the most favorable preparations in S-shaped resin canals.
Copyright ª 2016, Association for Dental Sciences of the Republic of China. Published by Else-
vier Taiwan LLC. This is an open access article under the CC BY-NC-ND license (http://
creativecommons.org/licenses/by-nc-nd/4.0/).Introduction
Advanced root canal preparation techniques with
nickeletitanium (NiTi) rotary instruments offer the poten-
tial to avoid some of the major drawbacks of traditional
instruments and devices. Attempts to develop better per-
forming NiTi instruments have included modifications in
design, mode of action, and treatment of the NiTi alloy.
Recently, thermal treatment of NiTi alloys has been used to
optimize their mechanical properties, and several studies
have shown this to increase the flexibility of NiTi
instruments.1e3
Heat treatment of conventional NiTi wires that are in
the austenite phase transforms them into an intermediate
R-phase between austenite and martensite.4 R-phase heat
treatments used in the manufacturing of Twisted files (TF;
SybronEndo, Orange, CA, USA), increases their flexibility
and resistance to cyclic fatigue.5,6 Additionally, M-wire
(Dentsply Tulsa-Dental Specialties, Tulsa, OK, USA) based
NiTi alloy contains portions that are in both the deformed
and microtwinned martensitic, premartensitic R-phase, and
are austenite whilst maintaining a pseudoelastic state.7,8
M-wire based instruments such as WaveOne (Dentsply
Maillefer, Ballaigues, Switzerland) exhibit improved resis-
tance to cyclic fatigue and good torsional properties
compared with conventional wire based instruments.9,10
Most recently, controlled-memory (CM) NiTi alloys have
been developed with modified phase transformation
behavior due to an increase in their austenite trans-
formation temperature. This makes the CM-wire based in-
struments extremely flexible, while retaining their shape
memory that is typical of other NiTi instruments.11 The CM-
wire based Hyflex CM (Coltene-Whaledent, Allstetten,
Switzerland) and V Taper 2H (SS White Dental Inc., Lake-
wood, NJ, USA) were only recently released. Hyflex CM is
reportedly more flexible with superior cyclic fatigue and
torsional resistance than conventional NiTi instruments or
M-wire based instruments.12
Accordingly, heat-treated NiTi instruments are expected
to perform better by maintaining canal curvature to mini-
mize transportation and avoid instrument separation.
However, there have not been any definitive analytical
studies of their shaping ability in curved canals. Therefore,
this study compared various heat-treated NiTi instruments
in their preparation of standardized S-shaped resin canals.
The null hypothesis was that there are no significantY, et al., Various heat-treated ni
ces (2016), http://dx.doi.org/10.differences in canal preparation between the different
heat-treated NiTi instruments.Materials and methods
Data acquisition
Instruments (NZ 10/group) of TF (SybronEndo) for R-
phase, WaveOne (Dentsply Maillefer) for M-wire, Hyflex CM
(Coltene-Whaledent), and V Taper 2H (SS White Dental Inc.)
for CM-wire based NiTi alloy instruments of the same apical
size and taper (#25/0.08 taper) were used. They were
scanned using micro-computed tomography (MCT; SkyScan
1172; SkyScan, Aartselaar, Belgium) at 80 kV and 124 mA
with an isotropic resolution of 3.98 mm. Their cross-
sectional configuration were analyzed at 3 mm from the
instrument tip.
Standardized resin blocks (Endo Training Block-S;
Dentsply Maillefer) have a simulated canal with a taper of
0.02, an apical diameter of 0.15 mm, and a length of
16 mm. The respective angles and radii of the curvatures
are 30 and 5 mm for the coronal curvature, and 20 and
4.5 mm for the apical curvature. The patency of the canals
was confirmed by passing a size 10 K-file just beyond the
apex. They were then scanned using MCT to acquire
detailed initial images at 50 kV and 200 mA, with a voxel size
of 17.29 mm3.
The resin blocks were randomly assigned to four exper-
imental groups for canal preparation. After glide-path
preparation with Pathfile NiTi rotary instruments #1, 2,
and 3 (Dentsply Maillefer), the canals were instrumented by
using one of the tested instrument and an X-smart Plus
motor (Dentsply Maillefer) as follows: WaveOne Primary,
preprogrammed reciprocating motion [170 counter clock-
wise (CW) and 50 CW at 350 revolution per minute (rpm)];
V Taper 2H, continuous CW rotation at 300 rpm and 2.0 Nm
torque; Hyflex CM and TF, continuous CW rotation at
500 rpm and 2.0 Nm torque.
All canals were prepared by the same experienced
operator, with a new instrument for each canal. During
instrumentation, RC-Prep (Premier Dental Philadelphia,
Philadelphia, PA, USA) was used as a lubricant and saline as
the irrigant. The instruments were used in a slight pecking
motion (amplitude 3 mm) according to the manufacturers’
instructions, and their flutes cleaned after retrieval fromckeletitanium rotary instruments evaluated in S-shaped simulated
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Following preparation, the canals were copiously irrigated
and dried. Then they were rescanned using MCT with the
same settings that were used for initial data acquisition.Data analyses
Images at 3 mm from the tip of each instrument were
analyzed. Their cross-sectional configurations were
compared, and the images converted into black and white
to automatically calculate cross-sectional areas using CTan
software (version 1.11.0.0; Bruker-MicroCT, Contich,
Belgium).
To assess the performance of the tested instruments,
three-dimensionalmodels of the canals both before and after
preparation were created from the MCT data using three-
dimensional modeling software CTan and CTVol (version
2.1.1.2; Bruker-MicroCT). Data were compared for canal
transportation at 0.5-mm intervals, and the increase in canal
volume after preparation within each independent canal re-
gion (apical curve, 0e3 mm; coronal curve, 3e7 mm; and
straight portion, 7e10 mm; Figure 1A). The amount of
transportation was calculated at each 0.5-mm interval by
automatically plotting the canal center and measuring the
differences after instrumentation. Additionally, thedirection
and amount of canal transportation within each region was
calculated by subtracting the amount of resin removed at the
inner side (concavity of the apical curvature) of the canal
from the amount removed at the outer side. The volume of
each canal was calculated for each independent canal region
and the change in canal volume after instrumentation was
expressed as a percentage.Figure 1 (A) Superimposed microcomputed tomographic images
show the apical curve (0e3 mm), coronal curve (3e7 mm), and stra
of canal transportation (mm) calculated at 0.5-mm intervals along
Please cite this article in press as: Gu Y, et al., Various heat-treated ni
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The normal distribution of the data was confirmed with the
Shapiro-Wilk test. Differences in the amounts of trans-
portation, volumetric increases after instrumentation, and
cross-sectional areas between instruments were examined
using one-way analysis of variance (ANOVA). The amount of
transportation within each independent canal region was
analyzed to assess the influence of alloy type and cross-
sectional characteristics using two-way ANOVA. Tukey’s
test was selected for post hoc pair-wise comparisons. All
analyses were performed with SPSS software (IBM SPSS
Statistics 21; SPSS Inc., Chicago, IL, USA) at a significance
level of aZ 0.05.Scanning electron microscopy analyses
After canal preparation, each instrument was examined for
flute deformation using scanning electron microscopy (SEM;
S-4700, Hitachi, Tokyo, Japan). The apical 10-mm segments
of the tested instruments were washed in distilled water
and sputter coated with platinum for SEM observation at an
accelerating voltage of 15 kV.Results
The cross-sectional configuration of the tested instruments
and their cross-sectional area at a 3-mm level from the
instrument tip are presented in Figure 2A. TF
(0.0695 0.0025 mm2) and Hyflex (0.0677 0.0074 mm2)
had a significantly smaller cross-sectional area thanof initial (red) and prepared (gray) S-shaped resin canals that
ight (7e10 mm) portions of the canal; (B) direction and amount
the canal. TFZ Twisted File.
ckeletitanium rotary instruments evaluated in S-shaped simulated
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Figure 2 (A) Upper, cross-section images and the cross-sectional area (mm2) at a 3-mm level from the apical tip of each in-
strument. Microcomputed tomographic images. Lower, Scanning electron microscope images showing flute deformation (un-
winding, arrow) of each instrument after canal preparation (30); (B) scanning electron microscope images showing roll over in
WaveOne (arrowheads); (C) scanning electron microscope images showing roll over in microcrack in V Taper 2H (arrowheads) found
at the deformed flute area of each instrument (20,000). Values with the same lowercase superscript letter are not significantly
different (P> 0.05). TFZ Twisted File.
Table 1 The mean and standard deviation values of the
canal transportation at each independent canal region
(apical curve, coronal curve, and straight portion) of the
canal pathway (mm).
Transportation (mm)*
Apical curve Coronal curve Straight
portion
V Taper 2H 0.098 0.043 b 0.133 0.059 a 0.048 0.041 b
WaveOne 0.049 0.065 b 0.132 0.068 a 0.123 0.061 a
Twisted
File
0.138 0.041 a 0.094 0.066 a 0.118 0.070 a
Hyflex CM 0.043 0.058 b 0.084 0.076 a 0.047 0.037 b
* Values with the same lowercase superscript letter in each
column are not significantly different (P> 0.05).
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(0.1373 0.0023 mm2; P< 0.05).
None of the heat-treated NiTi instruments were sepa-
rated during instrumentation of S-shaped resin canals. In
SEM analyses, flute deformations (unwinding) were
observed in all of the TF (10/10), and some of the V Taper
2H (3/10), Hyflex CM (2/10), and WaveOne (3/10) files
(Figure 2A). These included a roll over for two WaveOne
files and a crack for one V Taper 2H file, which were
observed in their cutting blades within the deformed flute
area (Figures 2B and 2C).
For all instruments there was transportation and
straightening of the standardized S-shaped resin canals
(Figure 1B). In all cases, transportation was directed to-
wards the concavities of both the coronal and apical cur-
vatures (0e0.255 mm). There was significantly more
transportation at the coronal curvatures than at the apical
(P< 0.05; Table 1) for all instruments, with the exception
of the TF, for which apical transportation was the highest
for any instruments or location (P< 0.05). Transportation at
the coronal curvatures was not significantly different forPlease cite this article in press as: Gu Y, et al., Various heat-treated ni
resin canals, Journal of Dental Sciences (2016), http://dx.doi.org/10.the tested instruments (P> 0.05). Transportation at the
apical curvatures was significantly higher for TF than for
the other instruments (P< 0.05), and lowest for Hyflex CM.ckeletitanium rotary instruments evaluated in S-shaped simulated
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higher for TF and WaveOne than for the other instruments
(P< 0.05).
The two way ANOVA results showed that the amount of
transportation was not affected by the cross-sectional area
of the tested instruments (P> 0.05). However, trans-
portation was affected by their alloy type especially at the
apical curve (P< 0.001) and straight portion (P< 0.001).
The volumetric increases after canal preparation are
presented in Table 2. At the apical curve, the volumetric
increases after instrumentation were similar for all tested
instrument (P> 0.05). At the coronal curve, Hyflex CM
showed the smallest increase and the most conservative
preparation (P< 0.05). Within the straight portion, the
volumetric increases were largest with TF, and the smallest
with V Taper 2H (P< 0.05).Discussion
To provide an unbiased comparison of the shaping ability of
various heat-treated NiTi instruments and their capacity to
maintain canal curvatures, standardized clear resin blocks
were used. Unlike extracted human teeth used in other
studies,13 the canals simulated in resin blocks have highly
standardized shape, size, taper, and curvatures, which
provide a uniform and consistent experimental model to
compare instrumentation techniques and devices.14,15 This
is particularly important for complex quantitative analyses
of root canal preparations, which include canal trans-
portation and volumetric changes that are feasible with
MCT. However, since the mechanical characteristics of resin
blocks differ from human dentin, and heat generated from
instrumentation can soften resin so that it clutches the
cutting blades of instruments,16 care must be taken when
extrapolating these results to clinical cases.
This is the first study to have utilized MCT for analyzing
instrumentation in simulated S-shaped resin canals. Our
pilot study revealed that the resolution of clear resin in
MCT was sufficient to compare pre- and post-
instrumentation canal dimensions. Therefore, canal
instrumentation was analyzed quantitatively by calculating
transportation and volumetric changes in each MCT section,
and their overall values within the apical curve, coronal
curve, and straight portions of the canal. The accuracy and
reproducibility of MCT has been verified previously,17 and it
is accepted as an important scientific tool for the analysisTable 2 Volumetric increase of prepared canal at each
independent canal region (apical curve, coronal curve, and
straight portion) of the canal pathway (%).
Volumetric increase (%)*
Apical curve Coronal curve Straight portion
V Taper 2H 182.8 10.7 a 327.9 6.5 a 162.0 4.5 c
Twisted File 175.7 20.4 a 323.6 24.3 a 249.5 23.6 a
WaveOne 164.7 17.0 a 315.4 17.4 a 206.5 14.2 b
Hyflex CM 161.3 24.7 a 284.6 21.0 b 203.2 18.0 b
* Values with the same lowercase superscript letter in each
column are not significantly different (P> 0.05).
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this study utilized MCT for cross-sectional analyses of the
instruments. Usually cross-sectional observations of end-
odontic instruments are performed by SEM, often following
torsional fracture. However, SEM is not suitable for exam-
ining the cross-sectional area at a specific location along
the instrument, because the operator cannot precisely
control the cutting site, and avoid the effects of the cutting
tool (e.g., disc thickness). By contrast, MCT can provide
information at precise locations along an unmodified in-
strument, and the resolution attained in this study was
sufficient to minimize marginal burnout.
Following instrumentation, the volumetric increase
should theoretically be predictable from mathematical
calculations. The resin canals were supposed to be size
#15 with 2% taper according to their manufacturers, and
they were all instrumented to an apical size #25 with 8%
taper. Therefore a volumetric increase of about three- to
four-fold was predicted, regardless of canal curvature.
However, the actual volumetric increase in each canal
region differed from the expected value for all in-
struments, which suggested that the initial dimensions of
the resin canals differed from their manufacturer’s claims.
Instead, our MCT images revealed that initial canal di-
ameters were 0.15 0.01 mm, 0.21 0.01 mm,
0.23 0.01 mm, and 0.36 0.03 mm, at 0, 3, 7, and
10 mm, respectively, from the apex. Accordingly the
calculated mean tapers were 2.27 0.23 (%), 0.37 0.24
(%), and 4.51 1.08 (%) within the apical curve, coronal
curve, and straight portions of the canal respectively.
Unlike the manufacturer’s claims, these measurements of
initial canal dimensions were in accordance with the
volumetric increases observed.
This comparison of root canal transportation caused by
various heat-treated NiTi instruments appears to be the
first reported in the literature. We found that all of the
instruments performed similarly within the coronal curva-
ture (1st curved area), which is in accordance with previous
studies that used simulated J-shaped canals.18,19 However,
their performance differed at the apical curve and in the
straight portion of the canal. The two CM-wire based NiTi
instruments created more conservative preparations in the
S-shaped resin canals, regardless of their cross-sectional
configuration. Their superior performance could be attrib-
uted to the effect of annealing, internal stress relaxation,
smaller grain sizes, and the presence of martensite
phase.11,12 They reduce the shape memory of conventional
NiTi alloy, which allows them to follow inherent canal
curvature with a reduced tendency to straighten out the
canal. This feature allows the creation of a more conser-
vative shape, which respects root anatomy and maintains
its original strength.
Although the instrument diameter and cross-sectional
configuration are known to affect their torsional and
bending behavior,20,21 the two-way ANOVA results indicated
that the shaping ability of the tested instruments were
mainly affected by the type of NiTi alloy. The mechanical
properties including flexibility of instruments are affected
by heat treatments of NiTi alloy, which can change the
phase transition temperature [e.g., austenite finishing
temperature (Af)].22 Other studies reported that the Af of
TF (R-phase), WaveOne (M-wire), and Hyflex (CM-wire)ckeletitanium rotary instruments evaluated in S-shaped simulated
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our previous study showed that the Af of V taper 2H (CM-
wire) is 44.95C.26 Therefore, since NiTi instruments with
lower transformation temperatures are less flexible,22 the
highest transportation at the apical curve that was
observed with TF may be largely due to its low Af in the
present study.
Furthermore, all of the TFs showed flute deformations
(unwinding), despite each being used in only a single S-
shaped resin canal. Therefore we speculate that stress-
induced R-phase transformation occurred when TF passed
the inflection area of the S-shaped canal, in which it caused
a plastic deformation under torsional stress. Additionally,
the small core diameter of TF may have contributed to a
lower torsional stress. By contrast, the large core diameter
of WaveOne and V Taper 2H endured most of the torsional
stress that would cause flute unwinding. There was only
some residual stress which caused a roll over (WaveOne) or
crack (V Taper 2H) within deformed flute areas of the
cutting blades.
These detailed analyses of transportation and volu-
metric changes from canal preparation provide valuable
information for instrument selection. TF tended to
straighten the S-shaped resin canals by cutting into the
inner surface of the curvature. Where the dentin thickness
of the roots is naturally thin (e.g., mandibular molar danger
zone), this amount of transportation may weaken the root
or cause a strip perforation.27 WaveOne also tended to
straighten the S-shaped canal as previously reported,28 but
showed a more favorable preparation within the straight
portion. By contrast, both of the CM-wire based NiTi in-
struments created conservative preparations particularly
within the cervical part of the canal. These conservative
preparations would preserve the integrity of root dentin,
but challenge the fitting of large (8% taper) master apical
cones to working length.
However, from the perspective of anticurvature tech-
niques,29 it is sometimes necessary to reduce cervical cur-
vature to improve access to apical curvature. In this study,
none of the tested instruments have been recommended as
a single-file with the exception of WaveOne, for preparing a
double curved S-shaped canal. Therefore, we should be
cautious in interpreting the different shaping patterns of
the tested instruments, in terms of conservation of cervical
root dentin versus apical transportation. As a single in-
strument technique, WaveOne alone showed advantageous
for both aspects. However, the effects of combining
different instrument sequences, instrument systems, and
tapers will need to be studied further.
Canal transportation and volumetric changes from
various NiTi rotary instruments could be compared quanti-
tatively in standardized resin root canals using MCT. All of
the heat-treated NiTi instruments caused transportation in
S-shaped resin canals, mostly influenced by the alloy type
rather than their cross-sectional characteristics. Within the
limitations of this study, the two CM-wire based NiTi in-
struments resulted in more favorable outcomes than other
heat-treated NiTi instruments in preparing simulated S-
shaped resin canals, regardless of their cross-sectional
configurations. WaveOne resulted in relatively conserva-
tive preparations that preserved original root curvatures,
unlike TF. These results provide valuable information inPlease cite this article in press as: Gu Y, et al., Various heat-treated ni
resin canals, Journal of Dental Sciences (2016), http://dx.doi.org/10.selecting endodontic instruments for complex multi-curved
canal systems.
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